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Polymer membrane electrodes operated by pulsed chronopotentiometry have 
recently been introduced to replace traditional ion-selective electrodes for a number of 
applications. While ion-selective electrodes for the polycation protamine have been 
reported, for instance, a pulsed chronopotentiometric readout mode provides improved 
stability and reproducibility while exhibiting sufficient selectivity for the direct detection 
of protamine in undiluted whole blood samples. Here, such protamine sensitive 
pulstrodes are applied for the real time detection of the activity of the protease trypsin 
and its soybean inhibitor. This is possible because small fragments produced by the 
trypsin digestion are not detectable by the protamine sensing membrane. The real time 
response to the proteolytic reaction is shown to exhibit good reproducibility and 
reversibility, and the initial reaction rate is dependent on the concentration of the protease 




Potentiometric polyion sensitive electrodes can be successfully used for the 
detection of enzyme activity if the enzyme used can cleave the polyion into shorter 
fragments that are no longer detectable by such sensors. Compared with traditional 
spectroscopic methods, electrochemical measurements may offer significant advantages 
if the sample possesses a high optical density or turbidity [Yun, 1995 #1]. Yun et al. 
employed potentiometry with polymeric ion-selective electrode membranes that were 
doped with the ion-exchanger potassium tetrakis(chlorophenyl) borate (KTpClPB) to 
directly monitor the response to protamine and to analyze the enzymatic protamine 
digestion by trypsin [Yun, 1995 #1]. The initial potential drop was found to be linearly 
dependent on the concentration of trypsin in a given concentration range. Researchers 
from the same group later applied the same methodology with dinonylnaphthalene 
sulfonate (DNNS) as the active component in the membrane to enhance its selectivity 
over common cations in the sample {ref}. In that work, the catalytic cleavage activity of 
chymotrypsin and renin on synthetic peptide substrates that are rich in diarginine or 
triarginine residues were studied in undiluted plasma and blood samples. At the same 
time, the authors also found a very poor activity of such enzymes for substrates such as 
protamine, which lacks such active cleavage sites, corroborating their proposed approach 
[Han, 1996 #2]. 
Beyond the direct detection of enzyme activity, protamine-sensitive 
electrochemical sensors have also be used to monitor the activity of a corresponding 
enzyme inhibitor. Badr et al. demonstrated the feasibility of detecting trypsin-like 
protease inhibitors in real time, such as α1-antiproteinase inhibitor, α2-macroglobulin, 
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aprotinin and soybean inhibitor [Badr, 1997 #4]. The initial potential decrease upon 
addition of a mixture of enzyme and inhibitor was found to be dependent on the 
concentration of inhibitor. Recovery measurements of aprotinin in spiked treated plasma 
yielded recovery rates of 97–105% for blood samples containing 0.19 to 0.48 µg·mL
-1
 
aprotinin [Badr, 1997 #4; Dai, 1999 #3]. 
Potentiometric polyion sensitive electrodes of this type can also find applications 
in non-separation immunoassays, which employ labeled polyions or related enzymes as 
markers to detect analytes that can serve as a label through the competitive binding of 
free and labeled analytes with antibodies. The well-established avidin-biotin system was 
utilized as a model system to demonstrate the promise of such applications. [Dai, 1999 
#3; Dai, 2001 #7; Ducey, 1997 #6; Fu, 1996 #5] 
Although potentiometry employing non-equilibrium ion extraction has been 
successful in polyion detection and associated applications {}, this technique has 
limitations. Since the non-equilibrium extraction process is generally not reversible, 
polyion sensitive electrodes based on this principle can typically only be used in a 
disposable design. Alternatively, a chemical regeneration of the membrane is possible {}, 
which seems most attractive via sample pH changes as demonstrated with chemically 
modified membrane compositions. [Mathison, 1999 #13] 
Recently, a pulsed chrono-potentiometric control of similarly configured 
membrane electrodes, so-called pulstrodes, has afforded an instrumental control over the 
ion extraction process {}. Because of a potentiostatic stripping pulse applied after a 
current-controlled ion extraction pulse, the sensing membrane is regenerated after each 
pulse cycle. This principle was used to develop operationally reversible polyion sensors 
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that showed promise in the measurement of undiluted whole blood samples [Shvarev, 
2003 #9; Shvarev, 2003 #10; Shvarev, 2005 #8]. In parallel work, other authors 
developed corresponding voltammetric techniques with the aim of improving sensing 
characteristics. [Yuan, 2004 #14; Guo, 2006 #15] Here, polyion pulstrodes are 
demonstrated to be useful in the reversible detection of the activity of a protease enzyme, 




Reagents. High molecular weight poly(vinyl chloride) (PVC), 2-nitrophenyl octyl ether 
(o-NPOE), tetradodecylammonium tetrakis(4-chlorophenyl) borate (ETH 500), 
tetrahydrofuran (THF), and all salts were purchased from Fluka Chemical Corp. 
(Milwaukee, WI). Protamine sulfate (from herring), trypsin (from bovine pancreas), and 
trypsin soybean inhibitor (type II-s, SI) were purchased from Sigma (St. Louis, MO). 
Aqueous solutions were prepared with Nanopure deionized water (18.2 MΩ⋅cm). The 
lipophilic salt DNNS-TDDA was prepared before in our group by metathesis of 
dinonylnaphthalene sulfonic acid (DNNS) and tetradodecylammonium chloride 
(TDDACl) according to reference [Shvarev, 2005 #8]. 
Electrode Preparation. The ion-selective membranes (200 µm thick) contained PVC and 
o-NPOE, 1:2 by weight and 5 wt % lipophilic salt DNNS-TDDA. The membranes were 
prepared by solvent casting, using THF as solvent. The membranes were cut with a cork 
borer (6-mm diameter) from the parent membrane and incorporated into a Philips 




solution consisted of 0.1 M NaCl in 10 mM Tris-HCl buffer (pH = 7.4) and was 
contacted with an internal Ag/AgCl electrode. The electrodes were conditioned overnight 
before experiments in the solution identical to inner filling solution. A double-junction 
Ag/AgCl electrode with a 1 M LiOAc bridge electrolyte was used as an external 
reference electrode.  
Experimental Setup. Pulstrode measurements were conducted in a three-electrode cell 
system where the Philips body electrode that acted as the  working electrode, an external 
reference electrode and a counter electrode (coiled platinum wire) were immersed into 
the sample. The pulsed galvanostatic/potentiostatic technique was utilized in the control 
of the ion-selective membrane, which was described in detail elsewhere [Shvarev, 2005 
#8; +Makarychev JACS]. During the experiments, each applied constant current pulse 
with a current density of 0.5 µA/cm
2
 (of 0.5-s duration) was followed by a zero current 
pulse (of 0.5-s duration), after which time a constant potential pulse (of 15-s duration) 
was imposed. Sampled potentials, which represent the sensor response, were obtained as 
the average value during the last 50 ms of the first current pulse.  
Results and discussion 
It was shown earlier that pulsed chrono-potentiometric protamine sensors may 
possess reversible response characteristics that are maintained in undiluted whole blood 
samples with acceptable lifetimes and good stability [Shvarev, 2005 #8; Shvarev, 2003 
#9]. Figure 1 shows the calibration curve to protamine obtained here in a background of 
0.1 M sodium chloride and 10 mM Tris-HCl buffer (pH 7.4). The sigmoidal shape is 
typical for such a polyion response and is indicative of a competitive extraction process 
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with background cations that saturates at higher protamine concentrations. Unfortunately, 
an exact response theory that quantitatively agrees with experimental data is difficult to 
describe.  For this reason, the modified standard sigmoidal equation shown here was used 
to fit experimental data in a semi-empirical manner to describe the pulsed 









+°=      (1) 
In equation 1, °E represents the potential in a 0.1 M NaCl background (here, 
267.0−=°E  V) and c is the concentration of protamine. The empirical constants 
321 ,, aaa  were chosen as 0.08, 1.65 and –5.95, respectively. Protamine is known to 
possess a high content of basic amino acids of which about 50% are arginine residues. 
This makes it an attractive substrate to study trypsin digestion reactions. Indeed, the 
response to protamine decreased dramatically upon addition of a high concentration of 
the protease trypsin, indicative of the occurrence of a proteolytic reaction (see Figure 2). 
All experiments were performed using the same electrode, and the membrane was merely 
washed with the same buffer as the background solution between measurements. A total 
baseline shift for the entire series of experiments was found as about 7 mV, 
demonstrating the effective electrochemical renewal of the sensing membrane.  
The reproducibility of the enzyme activity measurement stated above was 
evaluated by repeating the same experiment three times, with 200 units/mL trypsin. As 
shown in Figure 3, the potential difference for the three consecutive measurements was 




The reaction rate for the digestion of protamine by trypsin may be estimated from 
the slope of the initial potential decrease upon trypsin addition. A gradually decreasing 
slope in figure 2 implies an increasing reaction rate with increasing concentration of 
trypsin. In a separate experiment, the concentration of trypsin was fixed at 60 units per 
milliliter, and a change of protamine concentration from 8 mg L
-1 
to 20 mg L
-1
 did not 
induce a significant variation of trypsin activity (see figure 4), indicating the rate limiting 
effect of trypsin under the experimental condition used here. 
To calculate the reaction rate, the average potential change rate and the rate of 
protamine concentration change during the first 96 seconds immediately after addition of 
trypsin were depicted against the concentration of trypsin in figure 5a and figure 5b, 
respectively. The protamine concentration change was calculated from the potential 
readings using the protamine calibration curve and equation 1. As shown in figure 5, the 
proteolytic activity change of trypsin and its concentration exhibit an exponential 
relationship. The activity change levels off above ca. 100 units/mL trypsin, very similar 
to the rate change in Michaelis-Menten enzyme kinetics. The fitting of experimental data 
to Michaelis-Menten kinetics exhibited a good correlation with Vmax = 21.2 mg/L·s and 
Km = 8.28 mg/L.  
 The activity of a protease inhibitor was detected earlier pretreated plasma samples 
with the potentiometric protamine sensor with the trypsin-like inhibitor [Badr, 1997 #4]. 
As stated above, every electrode was disposed after a single use since the protamine 
detection was not reproducible at the time. Here, the activity of trypsin soybean inhibitor 
(SI) was studied with the pulstrode protamine sensor. As depicted in figure 6, the 
proteolytic reaction of trypsin was effectively inhibited by addition of soybean inhibitor. 
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The membrane was regenerated effectively and repeated runs exhibited similar baseline 
potentials within 5 mV, allowing for the repeated use of the same membrane. 
The inhibited reaction rate was evaluated also by the observed potential change 
and calculated protamine concentration change in the course of the first 96 seconds after 
addition the mixture of trypsin and soybean inhibitor with a fixed trypsin concentration of 
50 units/mL. The data are shown in figure 7a and 7b versus the concentration of soybean 
inhibitor. The reaction rate decreased upon increased concentration of soybean inhibitor, 
as expected, and dropped to almost zero when the concentration of soybean inhibitor 
reached 3 mg·L
-1
. The concentration of inhibitor required to achieve 50% observable 
maximium inhibition (I50 value) was calculated as 76 nM using a soybean inhibitor molar 
mass of 21,500 daltons. This corresponds well with previous work using zero 
potentiometric detection with membrane electrodes (85 nM) [Badr, 1997 #4]. 
Conclusion 
A pulsed galvanostatic protamine sensor has been employed to evaluate the 
activity of the protease trypsin that may cleave protamine into small fragments, as well as 
its soybean inhibitor. A good reproducibility and reversibility was demonstrated for the 
detection of enzyme activity and the calculated reaction rates correlate well with previous 
potentiometric trypsin soybean inhibitor activity measurement that used disposable 
electrodes. The use of pulsed chronopotentiometric polyion sensors exhibit favorable 
response characteristics that should make them attractive tools for the monitoring of 
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Figure Captions 
Fig. 1  Pulsed chronopotentiometric protamine response of DNNS-TDDA protamine-
sensitive membrane electrode in 0.1 M sodium chloride and 10 mM Tris-HCl 
buffer. 
 
Fig. 2  Pulstrode responses of DNNS-TDDA protamine-sensitive membrane electrode 
in 0.1 M sodium chloride and 10 mM Tris-HCl buffer toward 20 mg·L
-1
 
protamine and the subsequent effect of adding different concentrations of 
trypsin (a) 0 U·mL
-1
, (b) 2.5 U·mL
-1
, (c) 5 U·mL
-1
, (d) 10 U·mL
-1
, (e) 30 U·mL
-
1
, (f) 60 U·mL
-1
, (g) 100 U·mL
-1




Fig. 3  The reproducibility of pulstrode responses of DNNS-TDDA protamine-
sensitive membrane electrode in 0.1 M sodium chloride and 10 mM Tris-HCl 
buffer toward 20 mg·L-1 protamine and 200 U·mL-1 trypsin. 
 
Fig. 4  Pulstrode responses of DNNS-TDDA protamine-sensitive membrane electrode 
in 0.1 M sodium chloride and 10 mM Tris-HCl buffer toward 60 U·mL
-1
 
trypsin and different concentrations of protamine (a) 8 mg·L
-1









Fig. 5  a) Observed initial rate of potential change (∆E/∆t) as a function of trypsin 
concentration; b) initial rate of protamine concentration change (∆C/∆t) as a 
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function of trypsin concentration, and the corresponding Michaelis-Menten 
kinetics (see text). 
 
Fig. 6  Pulstrode responses of DNNS-TDDA protamine-sensitive membrane electrode 
in 0.1 M sodium chloride and 10 mM Tris-HCl buffer toward 50 U·mL
-1
 
trypsin and different concentrations of SI inhibitor at (a) 0 mg·L
-1
, (b) 0.5 
mg·L
-1
, (c) 1 mg·L
-1
, and (d) 1.5 mg·L
-1
, (e) 2 mg·L
-1
, (f) 2.5 mg·L
-1





Fig. 7 The observed initial rate of a) potential change (∆E/∆t), b) protamine 
concentration change (∆C/∆t), as a function of SI inhibitor concentration, 
immediately after the addition of trypsin and SI inhibitor. 
